Evaluation of proximal femoral morphometry in plain CT Scans in South-Indian Population

Ganesh T. Waghmode1*, Uma T. Waghmode2, Pavan B. Shinde3

1Associate Professor, Dept. of Anatomy, Navodaya Medical College, Raichur, 2Medical Officer, Rural Hospital, Mohol, 3Medical Officer, Primary Health Centre, Sangeli

*Corresponding Author: Email: gw1726@gmail.com

Abstract

Introduction: Morphological parameters of proximal femur are required in orthopaedic management of disorders of hip joint, to radiologists in diagnosis of disorder of hip joint and during production of implants. Implants are required for total hip replacement need appropriate implant size to avoid complications.

Context and purpose of study: Morphological variations are present due to genetics, lifestyle & physique. Western hip implants do not match with Indian hip joints. Present study will help in preparing hip implants for south Indian population. CT scans of hip joints of 32 male and 28 female between age group 60 to 70 years were studied in period of six months. Diameter of head of femur, length of neck of femur, width of neck of femur and neck shaft angle of femur were found out from 120 hip joint CT scan images from 32 males and 28 females between age groups 60 years to 70 years. Mean, range, standard deviation calculated. The probability value was determined by chi-Square test.

Result: Mean femoral head diameter in male was 41.2 +/- 4.8 mm and in female it was 35.7 +/- 3.5mm. Mean femoral neck length in male was 89.3 +/- 4.3 mm and in female it was 78.7 +/- 3.5mm. Mean femoral neck width in male was 27.8 +/- 4.6 mm and in female it was 24.0 +/- 3.7mm. Mean femoral neck shaft angle in male was 130.5 +/- 4.5 mm and in female it was 127.4 +/- 3.8 mm.

Conclusion: Morphometric difference is seen in present study and previous studies due to different lifestyle and physique. present study will be useful for radiologists in diagnosing disorders of hip joint, for orthopaedic surgeons in management of disorders of hip joint and in designing implants of hip joint for south Indian populations.

Keywords: Hip joint, Implants, Proximal femur

Received: 28th May, 2017  Accepted: 4th July, 2017

Introduction

Morphometric study of proximal femur is important for radiologists, orthopaedic surgeons, implant designers, anatomists and anthropologists. Variation is present in race, climate, and geographical areas. Indian dimensions of proximal are lesser than western standards.1

There is strong correlation between the occurrence of thigh pain and inadequate fit and fixation of the implant.2

Mismatch due to large size of implant causes aseptic loosening, anterior thigh pain, operative complications and shorter life span of implants.3

Present study was done on CT scan images of hip joint of south Indian population. Present study will help radiologists, orthopaedic surgeons, implant designers, anatomists and anthropologists.

Materials and Method

CT scan images of hip joints of 32 normal males and 28 normal females between age groups 60 years to 70 years were obtained from department of radiology Navodaya hospital Raichur in period of six months. Diameter of head of femur, length of neck of femur, width of neck of femur and neck shaft angle of femur were found out from 120 hip joint CT scan images from 32 males and 28 females between age groups 60 years to 70 years. All parameters were statistically analyzed. Student’s test was used to obtain probability value and to find out statistical significance.

Result

Values of mean, range, standard deviation of CT scan images of hip joints of diameter of head of femur (DHF), length of neck of femur (LNF), width of neck of femur (WNF) and neck shaft angle of femur (NSA) are shown in Table.
Table 1: Showing parameters of CT scan images of proximal femur

<table>
<thead>
<tr>
<th>Parameters</th>
<th>NSA</th>
<th>DHF</th>
<th>LNF</th>
<th>WNF</th>
<th>NSA</th>
<th>DHF</th>
<th>LNF</th>
<th>WNF</th>
</tr>
</thead>
<tbody>
<tr>
<td>Sex</td>
<td>Male</td>
<td></td>
<td></td>
<td></td>
<td>Female</td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td>Mean</td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td>Rt</td>
<td>130.3+/- 35.9</td>
<td>4.5</td>
<td>89.3+/- 1.4</td>
</tr>
<tr>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td>Lt</td>
<td>130.2+/- 35.8</td>
<td>4.3</td>
<td>89.2+/- 1.4</td>
</tr>
<tr>
<td>Range</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td>Rt</td>
<td>125.8 to 134.8</td>
<td></td>
<td>85.2 to 93.4</td>
</tr>
<tr>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td>Lt</td>
<td>125.9 to 134.5</td>
<td></td>
<td>85.0 to 93.4</td>
</tr>
<tr>
<td>Standard</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td>+/- 4.5</td>
<td>+/- 4.6</td>
<td>+/- 4.1</td>
</tr>
<tr>
<td>deviation</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td>+/- 4.3</td>
<td>+/- 4.4</td>
<td>+/- 4.1</td>
</tr>
<tr>
<td>P Value for</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td>&lt;0.345</td>
<td>STN</td>
<td>&lt;0.6923</td>
<td>STN</td>
</tr>
<tr>
<td>Sexes</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td>&lt;0.0001</td>
<td>STS</td>
<td>&lt;0.0001</td>
</tr>
</tbody>
</table>
| Shaft angle of femur was 115° to 140°. They have not mentioned about diameter of head of femur, length of neck of femur and width of neck of femur. (4)

Gujar et al. mentioned only mean neck shaft angle of femur on right side was 136.6° and on left side was 136°, their study was based on manual methods and they have not mentioned about diameter of head of femur, length of neck of femur width of neck of femur. (5)

Study by Tamires M M et al. based on digital morphometry according to their study diameter of head of femur was 3.09 +/- 0.41 cm, length of neck of femur was 1.42 +/- 0.33 cm and width of neck of femur was 2.26 +/- 0.23 cm. (6) They have not mentioned regarding values of parameters of proximal femur in male and female and of right side and left side of femur but in present study we have mentioned variations in proximal femur of male and female as well as variation of proximal femur of right side and left side.

Present study and study by Baharuddin M Y et al. (7) based on digital morphometry of CT scan images of proximal femur of male and female. They have compared CT scan images of proximal femur of Malaya male & female at the age group of 25+/5.18 years. In present study age group studied was 60 to 70 years which was most important as disorders of hip joint are very less at age 25+/5.18 years but in old age at 60 to 70 years disorders of hip joint are more.

In study by Baharuddin M Y et al. mean neck shaft angle of femur was 132.33° +/- 3.44° and mean neck shaft angle of femur in female was 129.87° +/- 3.95°. In present study mean neck shaft angle of femur in male was 130.5° +/- 4.5° and mean neck shaft angle of femur in female was 127.4° +/- 3.8°.
In present study mean diameter of head of femur in male was 41.2 +/- 4.8mm and mean diameter of head of femur in female was 35.7 +/- 3.5mm. In study by Baharuddin M Y et al mean diameter of head of femur in male was 43.62 +/- 3.03mm and mean diameter of head of femur in female was 38.85 +/- 2.17 mm.

In study by Baharuddin M Y et al mean length of neck of femur in male was 91.08 +/- 5.65 mm and mean length of neck of femur in female was 81.78 +/- 4.33 mm. In present study mean length of neck of femur in male was 89.3 +/- 4.3 mm and mean length of neck of femur in female was 78.7 +/- 3.5 mm.

In present study mean of width of neck of femur in male was 27.8 +/- 4.6 mm and mean width of neck of femur in female was 24.0 +/- 3.7mm. In study by Baharuddin M Y et al mean width of neck of femur in male was 28.88 +/- 3.38 mm and mean width of neck of femur in female was 25.95 +/- 4.31 mm.

Conclusion

Hip joint implants are required most commonly in old age as fracture neck of femur is common in old age, non-union of fracture also common in old age. Total hip joint replacement with implant is required in osteoarthritis which is most common in old age. Western hip joint implants does not match with Indian hip joint morphometry. A mismatched implant leads to unavoidable complications. Our study will provide morphometric data of proximal femur of male and female of south India for production of hip joint implants for south Indian population. Present study will help to south Indian orthopaedic surgeons

References